FLEXIBLE NEOPRENE LIGAMENT KNEE SUPPORT
VW303 (Small)

VW303M (Medium)
VW303L (Large)

KNEE IMMOBILIZER
VW304 (Small)

VW304M (Medium)
VW304L (Large)

FLEXIBLE NEOPRENE LUMBAR SUPPORT BELT
VW305 (Small)

VW305M (Medium)
VW305L (Large)

—

WRIST BRACE

VW306 (Small)
VW306M (Medium)
VW306L (Large)

Usage and Maintenance Instructions
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INTENDED USE
Support/belt/brace as directed by your prescriber/physiotherapist.

PLEASE NOTE
Always consult with the prescriber/physiotherapist if you are in any doubt that this support/belt/brace is
suitable for your use.

FITTING INSTRUCTIONS
Correct application is vital to the proper functioning of the support/belt/brace, and it is recommended that
correct fitting is agreed with your prescriber/physiotherapist.

All items use hook and loop fasteners. Place support/belt/brace in position around leg waist or body and
then tighten as required by using hook and loop fasteners.

If numbness, tingling or other discomfort occur then loosen straps until comfortable. If these symptoms
persist, stop using the suppport/belt/brace and consult your prescriber/physiotherapist.

CLEANING
Support/belt/brace can be washed with mild soap and water, and should be air dried only.
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